
 with Oxivir spray/wipes before & after use. 
O2 gauge is above 100 PSI 

Induction at 2-3% isoflurane vaporizer setting. 
Maintenance at 1-2% isoflurane vaporizer setting. 
Oxygen flow rates at 0.5 L/minute for each chamber or Bains circuit in use. 

# of Chambers/Circuit  O2 Flow Rate (L/min) 
1 0.5 
2 1.0 
3 1.5 
4 2.0 
5 2.5 
6 3.0 
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