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TITLE:     Germinator TM 500 Glass Bead Dry Sterilizer  
SCOPE:   Animal Care Personnel 
RESPONSIBILITY:  Facility Manager, Professional and Administrative Staff 
PURPOSE: To Outline the Proper Procedures for Use and Maintenance of a  
    GerminatorTM Glass Bead Sterilizer 
 
I. PURPOSE 
 

1.   This procedure outlines the use and maintenance of the GerminatorTM Glass Bead 
Sterilizer used to 
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