
 

 

TITLE:    Euthanex  
PURPOSE: To Outline the Proper Procedures for euthanasia using the 

Euthanex machine 

 
I. PURPOSE 
 

1. This SOP outlines the proper procedures to be followed for mouse euthanasia via 
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7. After the chamber is loaded, close the door and close the three knobs clockwise to 
seal 

 
8. Select Adults or Neonates as the age range. 

 
9. Press the “Start”  button to begin, and the green “RUN”  button will light up. 

 
10. The white “Ready”  light will remain on and the green “RUN”  button indicates the 

cycle is running. 
 

11. For adult mice, the cycle will load the chamber with CO2 for 8 minutes.  Then the gas 
is shut off and remains fully charged for 5 minutes. After the dwell period, the 
exhaust fan starts and purges the chamber for 4 minutes. 

 
12. The red “STOP”  button can be used at any time to stop the cycle in an emergency.  

Gas will stop flowing into the chamber. 
 

13. Disinfect the interior of the chamber after each use with Oxivir Tb. 
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